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A new spectrometer is described for measuring the momentum distributions of scattered electrons
arising from electron-atom and electron-molecule ionization experiments. It incorporates and builds
on elements from a number of previous designs, namely, a source of polarized electrons and two
high-efficiency electrostatic electron energy analyzers. The analyzers each comprise a
seven-element retarding-electrostatic lens system, four toroidal-sector electrodes, and a fast
position-and-time-sensitive two-dimensional delay-line detector. Results are presented for the
electron-impact-induced ionization of helium and the elastic scattering of electrons from argon and
helium which demonstrate that high levels of momentum resolution and data-collection efficiency
are achieved. Problematic aspects regarding variations in collection efficiency over the accepted
momentum phase space are addressed and a methodology for their correction presented. Principles
behind the present design and previous designs for electrostatic analyzers based around electrodes
of toroidal-sector geometry are discussed and a framework is provided for optimizing future
devices. © 2007 American Institute of Physics. DOI: 10.1063/1.2813014
I. INTRODUCTION
A detailed understanding of electron-impact-induced
ionization is essential to our understanding of a broad range
of physical processes. These include the behavior of plasmas,
the physics and chemistry of the upper atmosphere, and the
operation of gas lasers. The simplest example of this process
is provided by the single ionization of an isolated atomic
species. This process can be investigated experimentally by
colliding electrons of well-defined momenta with isolated
target atoms and measuring the momentum distributions of
the reaction products. The reaction can be represented sym-
bolically by the following equation:
epqp + X→ X+qrec + e1q1 + e2q2 . 1
Here ep represents the projectile electron of momentum
qp, X+ the residual ion resulting from the ionization of the
target atom X and recoiling with momentum qrec, and e1 and
e2 the two free electrons resulting from the collision process
of respective momenta q1 and q2. To obtain the most detailed
information on this reaction, kinematically complete experi-
ments must be performed in which the momenta of at least
two of the three charged particles in the final state compris-
ing an ion and two electrons are determined in a coinci-
dence experiment.1,2 The momentum of the third particle
then follows from the law of momentum conservation. For
the present spectrometer design, it is the momenta of the two
final-state electrons which are determined in a so-called
e ,2e experiment. Electron pairs derived from individual
single-ionization events are identified by the time-correlated
arrival of electrons at separate detectors.
In this article we describe the design and operation of
our new high-efficiency spectrometer to study electron-
impact-induced single-ionization processes. We first provide
a historical account of developments and explain the theoret-
ical considerations for designing optimized electrostatic elec-
tron momentum analyzers based around electrodes of
toroidal-sector geometry. We then describe in detail the
present e ,2e spectrometer utilizing analyzers of toroidal-
sector geometry and explain the choice of design-parameter
values. Finally, we present relative-cross-section data for
elastic scattering and e ,2e ionization processes. These re-
sults demonstrate that while high levels of instrumental per-
formance have been achieved, correcting for collection-
efficiency variations in the measured angular distributions
can be problematic.
In recent years there has been an escalation in the devel-
opment of analyzers based around electrodes of toroidal ge-
ometry. Unfortunately, information concerning the subtleties
of their design is scattered through the literature. By describ-
ing how we arrived at the present design, combining and
building on the strengths of previous devices, we aim to
provide a design framework for the optimization of future
analyzer systems based around electrodes of toroidal-sector
geometry.
II. BACKGROUND
From the pioneering days of electron spectroscopy to the
present, electric fields have been employed to momentum
analyze electrons. Analyzers employing an electric field as
the momentum-dispersing medium rely on the fact that the
degree of deflection experienced by electrons in traversing an
electric field is dependent on their momentum. We note at the
outset that the terms electron momentum analyzer and elec-
tron energy analyzer are often used interchangeably in litera-
ture. For all the analyzer configurations discussed in this ar-
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ticle, not only are the energies of transmitted electrons
uniquely determined, but also their direction of motion.
Therefore, the more general term of electron momentum ana-
lyzer has been adopted throughout. Traditionally, e ,2e co-
incidence spectrometers comprise a pair of such electron
analyzers, one for each of the two detected final-state elec-
trons resulting from a single-ionization event. Each analyzer
selects a portion of the electron flux leaving a localized in-
teraction region, defined by the overlap of a gaseous target
beam with an electron beam of well-defined energy. Electro-
static fields confined within each analyzer disperse electrons
according to their momenta and focus them onto an electron
detector. e ,2e electron pairs, corresponding to two elec-
trons derived from a common electron-impact-induced ion-
ization event, are identified by the correlated arrival times of
two electrons at separate detectors. Contributions from
events corresponding to the random arrival of two electrons
from different collision events, but nevertheless falling
within the instrumental timing resolution, are subtracted
using standard statistical techniques.3
Traditionally, e ,2e experiments have been character-
ized by very low count rates due to the difficulty of design-
ing analyzers achieving high momentum resolution while si-
multaneously collecting signal over a large volume of
momentum phase space. For two analyzers of respective in-
dividual collection efficiencies 1 and 2, the total e ,2e
collection efficiency is proportional to the product 12.
Thus, any improvement in analyzer technology can dramati-
cally improve the sensitivity of an e ,2e spectrometer com-
prising two analyzers.
In first generation e ,2e spectrometers,4,5 two separate
analyzers collect electrons over a small range of emission
angles and energies, with all detected e ,2e events ascribed
to a discrete momentum coordinate. In this case, spectra are
accumulated by sequentially scanning both the energies and
the scattering angles of emitted electrons over the momen-
tum range of interest. Second generation spectrometers are
more efficient, employing analyzers which simultaneously
sample events over a range of energies6,7 or angles.8,9 More
recently, third generation spectrometers have been developed
whose analyzers incorporate two-dimensional position-
sensitive detectors, enabling a range of emission angles and
energies to be measured in parallel.10–16 From the measured
arrival positions of electrons at the detectors, their energies
and emission angles are deduced.
An alternative and extremely powerful method for mea-
suring the momentum distribution of charged fragments re-
sulting from ionizing collisions is that of cold target recoil
ion momentum spectroscopy17 COLTRIMS or the reaction
microscope.2 Here, the interaction region is immersed in an
electric and/or magnetic field, and the momenta of charged
reaction products are deduced from their spatial- and
temporal-arrival coordinates measured on position-and-time-
sensitive electron and ion detectors. The temporal electron
and ion arrival coordinates are measured with respect to the
time at which the ionization event from which they origi-
nated occurred. This time of ionization is deduced by em-
ploying a nanosecond-resolution pulsed projectile beam, by
measuring an emitted decay photon from the residual ion, or
by approximating it as the time of detection for one of the
reaction fragments if its velocity is very high. The great
strength of COLTRIMS is that it can measure low-energy
reaction products over an extremely large solid angle of
emission up to 4 steradians in some cases and over an
energy range encompassing all energy-loss processes. These
are great advantages for coincidence experiments, which
have traditionally been hampered by low data-collection
rates. Indeed, experiments involving the coincidence detec-
tion of more than three collision fragments are presently only
feasible using COLTRIMS techniques. Furthermore, the
open spectrometer design used for COLTRIMS experiments
enables collision geometries to be accessed which cannot be
reached by conventional analyzers due to mechanical
constraints.
The main drawback of COLTRIMS is reduced momen-
tum resolution for the measurement of high velocity par-
ticles, a problem common to all time-of-flight spectrometers.
In addition, inherent to the technique are significant nonuni-
formities in momentum resolution over the measured range
of momentum phase space. While these are not serious draw-
backs in many experiments, they do pose problems in others,
for example, experiments where the dynamics of the colli-
sion process depends strongly on the angular-momentum
state of the final ion which is determined by resolving
closely spaced fine-structure levels,18 or in measurements
where resolution of sharp angular structures is crucial to
probing relativistic effects, such as for the scattering of elec-
trons from heavy targets.19 Moreover, high values of energy
resolution and uniform angular resolution are desirable char-
acteristics for so-called electron momentum spectroscopy
measurements.20 Here, the accurate determination of bound-
state electron momentum distributions relies on precise mea-
surement of the energy and angular distributions of fast scat-
tered electrons.
As the studies outlined above all overlap with our areas
of interest, we set out to design a new-generation electro-
static spectrometer which would provide data-collection
rates for single-ionization processes comparable to its time-
of-flight counterparts, while maintaining the desirable char-
acteristics of high energy and angular resolution inherent
to conventional dispersive electron spectrometers. The
new spectrometer consists of a narrow-energy-width
polarized-electron source and two electron analyzers. Each
analyzer comprises four electrodes of toroidal-sector geom-
etry and a seven-element retarding lens system. Measure-
ment is performed using position-and-time-sensitive delay-
line detectors and a computer automated measurement and
control CAMAC-based data-acquisition system. Each of
these components is discussed in turn in the following
sections.
III. TOROIDAL ANALYZERS
A. Toroidal geometry
At the heart of the new spectrometer is a pair of two
toroidal-sector analyzers which momentum analyze electron
pairs derived from electron-atom or electron-molecule colli-
sions. Historically, the most commonly used momentum-
dispersive analyzers have been based around electrodes of
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cylindrical21,22 or spherical23,24 geometry. Both of these ge-
ometries are, in fact, topologically related, with cylindrical
and spherical surfaces representing limiting cases of the
whole family of toroidal surfaces. The geometry of a toroidal
surface is shown schematically in Fig. 1. It is characterized
by two radii, the so-called “cylindrical radius” a and the
“spherical radius” b. The shape of a particular toroidal sur-
face is uniquely determined by the “cylindrical-to-spherical-
radius ratio” c, defined by the expression c=a /b. The limit-
ing case of c→0 corresponds to the family of spherical
surfaces, while the limiting case c→ describe cylindrical
surfaces.
Recently, toroidal electron analyzers of intermediate c
values have become popular as they open up the possibility
of parallel data collection over multiple kinematical vari-
ables. Pioneering work on the general focusing characteris-
tics of an electrostatic field formed between electrodes of
toroidal symmetry was conducted more than thirty years ago
by Wollnik25 and more recently by Toffoletto et al.26 Since
that time, analysis of electron-optical systems has been
greatly simplified due to dramatic advances in numerical
simulation techniques.
To facilitate the discussion of electrodes based on toroi-
dal geometry and the trajectories of charged particles moving
under their influence, we adopt the nomenclature of Reddish
et al.27 Meridian planes containing the cylindrical-symmetry
axis are referred to as “radial planes,” and the orthogonal
planes referred to as “axial planes.” Azimuthal angular dis-
placement around the cylindrical axis is represented by the
symbol , while polar angles in the radial planes are repre-
sented by the symbol  see Fig. 1 and caption for detailed
definitions.
B. Focusing properties of the toroidal field
“Toroidal” analyzers comprise a pair of electrodes in the
shape of two toroidal-sector surfaces spanning the azimuthal
range  0360°  and normally the polar range 
0180° , as shown schematically in Fig. 2. The two
electrodes are characterized by an identical cylindrical radius
a, but different spherical radii binn and bout. Potentials Vinn
and Vout are applied, respectively, to these two electrodes
with the electric field between them acting as a momentum-
dispersive medium. Charged particles emerging from a local-
ized source located on the cylindrical-symmetry axis, and at
a height corresponding to the center of the interelectrode
gap, are deflected and focused in the radial planes. In the
limit of a point source, they experience no force components
in the axial planes due to the cylindrical symmetry of the
field and their azimuthal emission angles  are preserved in
their trajectories through the analyzer. For a small finite-
dimensioned source extent axial in Fig. 2, weak focusing
occurs in the axial planes which strongly influences the ulti-
mate angular resolution obtained using such an analyzer. De-
tails concerning the focusing properties in both radial and
axial planes are presented in Secs. III C and III D,
respectively.
In the case of cylindrical electrodes c→, the inter-
electrode field varies logarithmically as a function of dis-
tance from the axis of cylindrical symmetry. For a spherical
analyzer c→0, the field varies inversely proportional to the
square of distance from the spherical-symmetry origin. In
this latter case, charged particles introduced between the two
electrodes travel in orbits equivalent to those describing
planetary motion28 “Kepler orbits”. For intermediate cases
0c, the equipotentials deviate from circular symme-
try in the radial planes due to curvature of the electrodes in
the axial planes. In this case, the electric field is of too low
symmetry for it to be determined analytically from Gauss’
law and approximate analytical or numerical techniques must
then be employed.25,26 The effect is illustrated in Fig. 3
which shows equipotentials between two concentric toroidal
electrodes across which a potential is applied radial-plane
FIG. 1. The geometry of a toroidal surface is characterized by the “cylin-
drical radius” a and “spherical radius” b. The limiting case of the
“cylindrical-to-spherical-radius ratio” c=a /b→0 corresponds to the family
of spherical surfaces, while c→ describes cylindrical surfaces. z repre-
sents the axis of cylindrical symmetry.  is the azimuthal angular displace-
ment measured clockwise around the z axis and with respect to the positive
x axis. Polar angles  in the radial planes are measured clockwise about the
spherical-radius origin located on the positive x axis and with respect to the
positive z axis.
FIG. 2. A toroidal-sector analyzer comprises a pair of nested toroidal-sector
electrodes spanning truncated azimuthal and polar ranges  and , re-
spectively, where 0 and 02. The two electrodes are char-
acterized by an identical cylindrical radius a, but different spherical radii
binn and bout held at potentials Vinn and Vout, respectively. To first order and
neglect fringing fields, electrons emanating with parallel trajectories from an
extended source axial in the axial plane centered on the cylindrical-
symmetry axis come to focus at a unique polar deflection angle axialc
 in this example.
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cross section. In case i, the c parameter value is close to
1.0 and significant deviations from circular symmetry are
observed in the polar angular range 180°360° =0
taken along the positive z axis—see Fig. 1. In case ii, c
=9.11 and the equipotentials are well approximated by
circles.
In this article, we restrict the discussion to trajectories
confined to the neighborhood of a single radial plane, pos-
sessing only small out-of-radial-plane velocity components.
This case pertains to the majority of recently constructed
toroidal analyzers which accept electrons restricted to these
so-called “polar trajectories.” The possibility of exploiting
the dispersive properties of the toroidal field for electrons
whose main velocity components are confined to the neigh-
borhood of a single axial plane equatorial or radial
trajectories has been addressed previously by Wollnik25 and
will not be discussed here. As a further simplification, only
the nature of trajectories originating and terminating within
toroidal-sector electrodes will be considered. Expressions for
electron trajectories originating and/or terminating outside
the electrode boundaries can be found in Ref. 26. Further-
more, the complicating effects of fringe fields at the elec-
trode edges, a problem common to all electrostatic analyzer
designs, irrespective of whether their electrodes are based
around toroidal geometry or not, will not be treated here
in a quantitative fashion. However, the methods employed
n the present design to minimize their influence will be
discussed.
The primary aim, in any analyzer design, is to optimally
exploit the focusing properties of the dispersive medium, in
this case an electric field. What constitutes “optimal,” how-
ever, depends upon the particular demands of a given mea-
surement and generally involves a compromise between mo-
mentum resolution energy and angular resolution and the
volume of momentum phase space over which measurement
is performed. For the form of electrostatic field present be-
tween toroidal-sector electrodes, the nature of focusing in the
radial and axial planes is distinctly different. Focusing in
each is discussed separately in the next two sections.
C. Focusing in the radial planes
Figure 4 provides a schematic example of focusing in
the radial planes. Here, electron trajectories, modeled by the
program SIMION,29 are shown for electrons traveling between
two toroidal-sector electrodes of respective spherical radii
binn and bout. In this simulation, the effects of fringing fields
have been neglected. Trajectories are shown for electrons
originating at the mean radial position b0= binn+bout /2 for
five distinct analyzer entrance energies Ea 95, 97.5, 100,
102.5, and 105 eV and for entrance angles 	a=0°, ±1°, ±2°
measured with respect to the x−z plane. The potentials ap-
plied to the outer Vout and inner Vinn electrodes are given
in the figure caption. Trajectories corresponding to electrons
of the same initial energy Ea, but different angles 	a, focus
to first order to a common radial coordinate after a deflec-
tion angle radc, whose value is determined by that of the
“cylindrical-to-spherical-radius ratio” c. This property of
“point-to-point” focusing enables high energy resolution and
luminosity to be achieved, at the expense of averaging mo-
mentum information over a small angular range, in the
present example 4°.
The deflection angle for point-to-point focusing radc
increases monotonically from the limiting value of 127° for
cylindrical electrodes c= to 180° for spherical electrodes
c=0. For analyzers where trajectories originate and termi-
nate at the edges of the toroidal-sector electrodes, radc
FIG. 3. A radial-plane cross section through two pairs of concentric toroidal
electrodes. For each pair, the inner and outer electrodes are maintained at
different potentials. The figure shows the dependence of the shape of the
interelectrode equipotential surfaces on the value of the “cylindrical-to-
spherical-radius ratio” c. In case i small c value significant deviations
from circular symmetry are observed in the range 180°360°. In case
ii large c value the equipotentials are well approximated by circles.
FIG. 4. Radial-plane cross section through concentric toroidal-sector elec-
trodes showing simulated electron trajectories for the five entrance energies
Ea 95, 97.5, 100, 102.5, and 105 eV and for the entrance angles 	a of 0°,
±1°, and ±2°. The potentials Vinn and Vout applied to the inner- and outer-
toroidal-sector electrodes are +52.0 and −37.1 V, respectively. Electrons of
the same entrance energy, but different entrance angles, come to focus to
first order after a deflection angle radc. The effects of fringing fields have
been neglected in this simulation.
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also defines the sector angle  of the analyzer see Fig. 2.
By approximating equipotentials in the radial plane as circu-
lar, the following expression for radc can be derived:30,31
radc =  c + 22c + 2 . 2
For analyzers comprising two toroidal-sector electrodes, the
energy resolution and the volume of momentum phase space
over which measurement can be simultaneously performed is
determined by the “pass energy” E0 of the analyzer. This is
defined as that particular kinetic electron energy E0=eV0 for
which an electron, originating from a grounded cathode and
entering the analyzer at the potential V0 at the coordinates
=init, r=b0, will be focused to an identical radial coor-
dinate at the analyzer exit =init+radc, r=b0. Here init
is the polar angle which specifies the analyzer entrance
plane. The value of the pass energy is determined by an
appropriate choice of the potentials Vinn and Vout applied,
respectively, to the inner- and outer-toroidal-sector elec-
trodes. Assuming again circularity of the equipotential lines
in the radial planes a reasonable approximation for 0°
180° and c
1.0, the potentials for a given pass energy E0
can be approximated by the expression26
Vinn,out = V01 + 2
a
a + 2b0ln b02binn,out + abinn,out2b0 + a	
 .
3
The dependence of electron arrival positions at the ana-
lyzer focal surface on the magnitude of electron energy at its
entrance is a monotonic nonlinear function, dependent upon
the magnitudes of both the cylindrical and spherical radii and
the chosen pass energy. However, for a small gap between
the two electrodes comprising each toroidal-sector electrode
pair, this function is well approximated by a linear relation-
ship with a small quadratic correction. Therefore, for this
electrode configuration, a planar position-sensitive electron
detector positioned at the focal surface can, for a small
azimuthal angular range, measure a range of electron
momentum phase space with relatively uniform momentum
resolution.
For a given pass energy E0, and assuming the presence
of entrance and exit slits of equal width  through which
transmitted electrons pass, the energy resolution full width
at half maximum FWHM of a toroidal analyzer can be
approximated by the expression27
EFWHM
E0
=

Db0
+ 	max
2
. 4
Here, 	max represents the maximum value of electron en-
trance angle 	a see Fig. 4. D is the dispersion given by the
expression D= c+2 / c+1 and c is the aberration
coefficient dependent on the “cylindrical-to-spherical-radius”
parameter c. Reddish et al.27 ascribe values to c of 0.25
and 0.33 for the limiting cases of the hemispherical D=2
and the cylindrical D=1 analyzers, respectively.
For a fixed diameter of toroidal analyzer dtor, where
dtor=a+b0 is the sum of its cylindrical a and mean spherical
radius b0, optimum energy resolution is achieved by maxi-
mizing the spherical radius b0 at the expense of the mean
cylindrical radius a, as it leads to increased dispersion D and
decreased levels of angular aberration for focusing in the
radial planes smaller c values. However, the nature of
focusing in the axial planes depends sensitively on the value
of the c parameter and, for a given value of dtor, improve-
ments in energy resolution resulting from an increase in
the value of b0 may come at the expense of decreased
angular-resolving power in the axial planes see Secs. III D
and III E.
Improvements in radial focusing can be achieved by uti-
lizing an electrode geometry which deviates slightly from
toroidal symmetry. This was demonstrated by Hellings
et al.32 who employed electrodes of slightly noncircular
cross section in the radial planes. The exact electrode shapes
were derived from solving the Laplace equation with the
boundary condition that there exists, in the radial planes, an
inter electrode equipotential line of circular symmetry along
which the electric field is constant. Using electrode geom-
etries derived from this procedure and which slightly deviate
from toroidal symmetry, they showed that improved focusing
can be achieved, not only for particles traveling in circular
trajectories along a centrally located equipotential line, but
also for particles of greater or smaller energy than the mean
pass energy. Miron et al.11 adopted this approach to develop
a high-resolution electron analyzer based on two juxtaposed
pairs of modified-toroidal-sector deflector plates possessing
noncircular cross section. In the present design, however, our
large c parameter value of 2.43 see Sec. III E 2 meant that
deviations from circular symmetry in the equipotentials were
rendered small and the potential gains from adopting elec-
trodes of noncircular cross section significantly reduced.
Thus, we chose to adopt electrodes of circular cross section
to simplify the manufacturing process.
D. Focusing in the axial planes
The focusing properties of the toroidal field in the axial
plane are shown schematically in Fig. 2. Parallel trajectories
for electrons emanating from the source of small extension
axial in the x−y plane and centered on the axis of cylindrical
symmetry come to focus at a unique polar deflection angle
axialc. This property, known as “parallel-to-point”
focusing,33 is an important feature of the toroidal field which
can be exploited to achieve high levels of angular or mo-
mentum resolution for spatially extended sources of elec-
trons. In Fig. 2, axialc is shown to coincide with the chosen
sector angle  of the analyzer, although this may not nec-
essarily be the case in any particular analyzer design. The
angle axialc can be approximated by the expression31
axialc = c + 28 . 5
Thus, electrons emitted into the axial plane and into an
arbitrary azimuthal angle  and of energy E will, to first
order, focus to a point at the polar angle =axialc, inde-
pendent of their point of origin in the axial plane within the
interaction region. At this polar angle, to first order, the ana-
lyzer determines azimuthal emission angles with infinitely
good angular resolution, as would be the case for a point
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source of electrons. This property is of great significance in
crossed-beam electron-atom collision experiments where the
interaction region is usually of a few millimeters spatial ex-
tent in the axial plane due to the diffuse nature of effusive
gaseous target beams.
Figure 5 shows the functional dependencies of both the
deflection angle for “point-to-point” focusing radc in the
radial plane solid line and the deflection angle for “parallel-
to-point” focusing angle axialc in the axial plane dashed
line as functions of the c parameter. These two curves cross
at a single unique value of c=0.95 corresponding to the con-
dition and axial c=rad c142°. Thus, an analyzer con-
structed with this c parameter value and with a detector po-
sitioned at the polar angle of init+142° will satisfy the
requirements for simultaneous focusing in both azimuthal
and axial planes. This design approach has been successfully
adopted by a number of groups10,27,34 to optimize momentum
resolution.
In isolation, the above considerations would uniquely
recommend selection of the value c=0.95 for the cylindrical-
to-spherical-radius ratio in any analyzer design. However,
the issue is complicated by the fact that the axial angular
resolution of an analyzer comprising an electrostatic lens
system juxtaposed to toroidal-sector electrodes depends on
the combined focusing properties of both elements. Thus,
even for a selection c=0.95, the introduction of an electro-
static lens system between the interaction region and the
toroidal-sector electrodes will modify the axial-focusing
properties of the analyzer as a whole and cause a disparity
between the deflection angles for “parallel-to-point” and
“point-to-point” focusings. This point is discussed in more
detail in Sec. III F.
Problematic to an electron analyzer employing a single
pair of toroidal electrodes is that its focal surface, comprising
foci at the polar angle init+radc for all transmitted elec-
tron energies and all azimuthal electron-emission angles , is
a conical sector. This is problematic as modern position-
sensitive charged-particle detectors are generally flat. While
previous analyzers have exploited the fact that, for small
range of azimuthal angles , the conical-sector focal sur-
face can be adequately approximated by a plane,10,27 for
larger values of  the planar approximation is inaccurate,
leading to the introduction of significant imaging aberrations.
As the volume of accepted momentum phase space is pro-
portional to , limiting its value to reduce aberrations is
not conducive to the objective of designing an efficient
analyzer.
A solution to this problem, employed by a number of
groups, has been to introduce optics between the exit of the
toroidal electrodes and the detector and project the dispersed
electron signal onto a surface located near the cylindrical-
symmetry axis.12,13,34–38 The imaging aberrations resulting
from projecting particles, focusing at a conical surface, onto
a planar detector are nevertheless still present. However, as
the imaging aberration is now independent of the azimuthal
angle , collection over an angular range  of up to 360°
can be achieved with uniform angular resolution. Neverthe-
less, this approach may result in nonoptimal electron detec-
tion efficiency and one possessing a  dependence when
microchannel-plate detectors are employed. This is because
the detection efficiency for particles impinging upon
microchannel-plate detectors depends strongly upon their
angle of incidence, , with respect to the axes of the indi-
vidual microchannels which make up the microchannel plate.
These axes are generally arranged with a bias angle of
around 8°–15° with respect to the normal to the detector
surface. For such an analyzer arrangement where electrons
impact along trajectories angled away from the detector nor-
mal,  has a  dependence i.e., = leading to a
-angle dependence in detection efficiency. While angular
dependencies in collection efficiency resulting from this ef-
fect can be corrected for in software, any losses in detection
efficiency will result in reduced rates of data collection. In-
deed, on the basis of the work by Matsumoto et al.,38 these
effects may not be negligible. They reported reductions of
more than 35% in detection efficiency as the angle of elec-
tron impact incident on their microchannel-plate detector
varied from normal incidence over a 45° range.
In view of all of the above considerations, we adopted a
different approach. We relinquished the requirement for fo-
cusing in both radial and azimuthal planes at a common de-
flection angle  so-called two-dimensional focusing and
constructed an analyzer based around four toroidal-sector
electrodes. Through the choice of a large c parameter, we
were able to achieve a design which a can be operated in
FIG. 5. Graph showing the functional dependencies of the deflection angle
radc for “point-to-point” focusing in the radial plane solid line and the
deflection angle axialc for “parallel-to-point” focusing angle in the axial
plane dashed line as functions of the c parameter value. Simultaneous
focusing in both planes occurs at the deflection angle =142° for c=0.95.
Also shown is the function 2radc dash-dot curve, pertinent to the dis-
cussion of the double-toroidal analyzer, which crosses the function axialc
at the coordinates =262°, c=4.77.
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such a way to achieve an essentially planar focal surface, b
is characterized by normal incidence of electron trajectories
on to the detector surface, c collects simultaneously over a
broad energy range, and d, in spite of lacking two-
dimensional focusing, exhibits an intrinsic insensitivity in its
momentum resolution to the spatial extent of the interaction
volume. The details of our approach are described in the
following sections.
E. Double-toroidal analyzers
1. Background
Electron energy-analyzer designs comprising two juxta-
posed pairs of toroidal electrodes have been developed by a
number of groups.11,14,32,36,39–41 The main advantage of this
approach, as analyzed in the previous section, is the possi-
bility of achieving a flat focal surface for focusing in the
radial planes, rendering the analyzers compatible with planar
position-sensitive electron detectors. Moreover, if
microchannel-plate electron multipliers are used, the electron
detection efficiency is independent of the azimuthal angle 
due to the normal incidence of trajectories on the
microchannel-plate surface. As described previously, en-
hanced electron detection efficiency is generally achieved if
there is approximately normal incidence of particles onto a
microchannel-plate detector surface.38
2. Present design
The present analyzer design is shown schematically in
Fig. 6. Electrons enter the analyzers in one axial plane and
are focused onto a detector contained within another dis-
placed by a distance of 3b0, where b0 is the mean spherical
radius. The analyzer is formed by the juxtaposition of two
toroidal-sector electrode pairs, leading to a total deflection
angle =1+2=270°. Here, 1 and 2 are the re-
spective polar spans of the individual toroidal-electrode
pairs, with one pair spanning the range 0°180° 1
=180°  and the other the range from =270° to =360°
2=90° . Respective values for the cylindrical and mean
spherical radii are a=170 mm and b0=70 mm corresponding
to a c parameter value of 2.43. Values for the spherical radii
binn and bout are 57 and 83 mm, respectively.
Figure 6 shows simulated electron trajectories through
the analyzer modeled by the program SIMION.29 For this
simulation, the respective inner- and outer-toroidal-sector
electrodes for the 180° pair are held at the potentials V1inn
=141.3 V and V1out=66.6 V and for the 90° pair at the re-
spective potentials V2inn=282.6 V and V2out=133.2 V. These
voltages correspond to a pass energy of 100 eV in the first
toroidal-sector pair and 200 eV in the second. Unequal pass
energies were selected as they were found to give better en-
ergy focusing than an equal-pass-energy combination, bring-
ing the focal surface closer to the detector plane. Comparison
of the simulation voltages with those of Eq. 3 V1inn
=141.9 V, V1out=66.6 V, V2inn=283.8 V, and V2out
=133.1 V shows agreement of better than 1%. Five different
scattered electron energies 95, 97.5, 100, 102.5, and
105 eV and a range of scattered electron emission angles 	i
between ±1.4° are considered see figure caption for details.
Electrons of the same energy Ei but different emission angles
	i focus twice within the radial plane, once at the polar angle
radc=134° and for a second time at the deflection angle
2radc=268° just before the detector. Thus, electrons leav-
ing the “scattering plane,” defined as the plane containing the
momentum vectors for the incident and measured scattered
electrons, are focused approximately at the detector surface.
Our present e ,2e spectrometer employs two of these
analyzers. One analyzer spans the azimuthal range 
=285°→355° and the second the range =5°→135°,
where  is measured with respect to the direction of the
primary electron beam directed along the positive x axis
and clockwise around the z axis see Fig. 1. Annular elec-
trodes, formed on printed circuit boards and held at appro-
priate potentials to approximate the toroidal-symmetry elec-
tric field, are used to terminate the analyzers at the azimuthal
limits of =5°, 135°, 285°, and 355° to reduce the effects
of fringe fields. Approximate correction for fringe fields
occurring at the lens edges is also achieved by electrodes
formed on printed circuit boards, with details described in
Sec. III F 3.
Due to the limited size of our microchannel-plate detec-
tors 80 mm diameter, we can presently only measure over a
40° azimuthal band in the 5°→135° analyzer at any given
time. However, the mean angular position of its detector can
be adjusted from outside of the vacuum chamber to enable
measurement over any arbitrary angular band between 20°
FIG. 6. Simulated electron trajectories through the present double-toroidal
analyzer. Electrons emitted in the scattering plane are deflected through 270°
and focused on to a position-sensitive delay-line detector from which their
emission energies E, azimuthal emission angles , and arrival-time coordi-
nates t are deduced. Trajectories corresponding to five different scattered
electron energies Ei 95, 97.5, 100, 102.5, and 105 eV and five different
polar entrance angles 	i=0° , ±1° , ±1.4°  are shown for the pass energy
E0=100 eV. The inner- and outer-toroidal-sector electrodes for the 180° pair
are held at the respective potentials V1inn=141.3 V and V1out=66.6 V and for
the 90° pair at the respective potentials V2inn=282.6 V and V2out=133.2 V.
For this simulation, the deceleration ratio 7=Ei /E0=1.0 was used see text
for details.
111301-7 Double-toroidal spectrometer Rev. Sci. Instrum. 78, 111301 2007
Downloaded 24 Feb 2008 to 130.56.65.24. Redistribution subject to AIP license or copyright; see http://rsi.aip.org/rsi/copyright.jsp
and 120°. The detector in the smaller toroidal analyzer is
fixed in position and measures over the azimuthal range
=300°→340°.
For both analyzers, electrons are blocked from entering
within 15° of their azimuthal angular limits. This precaution
was taken as any uncorrected fringe-field components in
the vicinity of the analyzer limits could adversely affect elec-
tron trajectories and lead to distortions in angular distribu-
tions. Furthermore, this step helps in suppressing off-axis
contributions from electrons scattered from background gas
along the length of the primary electron beam from colliding
with the sides of the lens system and the analyzer see
Sec. VII.
3. Optimization of design parameters
Designing a double-toroidal analyzer which exhibits a
flat or approximately flat focal surface for radial focusing
and achieves a suitable balance between energy resolution,
angular resolution, and collection efficiency is not a simple
exercise. As described by Miron et al.,11 the values of c, ,
1, and 2 must all be adjusted in a constrained manner
to obtain an optimized focusing performance. This is non-
trivial, as changing the value of any of these variables rede-
fines the constraints on the possible values for the others.
Assuming an identical spherical radius b0 for both toroidal-
sector electrode pairs, continuity between the inner- and
outer-electrode surfaces can be ensured by enforcing col-
linearity of the two spherical-radii origins and the point
where the central electron path intersects the interface be-
tween the two electrode pairs.11 This is illustrated schemati-
cally in Fig. 7. Under such a constraint, and for an analyzer
designed to accept electrons emitted into a common plane, if
the total deflection angle =270° is varied by a small
amount 2, then 1 and 2 must be constrained by the
requirements that 1=180° + and 2=90° +. As  is
increased from zero, the cylindrical radii a1 and a2 for both
sectors and their respective c and radc parameters devi-
ate from a common value. In this case, the displacement of
the four sectors from the cylindrical-symmetry z axis must
be adjusted to maintain radial focusing at the total deflection
angle 270° +2 i.e., at the detector plane. It should be
noted that both the angular and energy resolutions of the
device are affected by the changes to the value of . In the
former case, this arises primarily from changing the distance
a2 at which the image is projected from the symmetry axis.
In the latter case, changes to the value of  sensitively affect
the dispersion of electron energies with position at the
analyzer exit plane through modifications to electron
trajectories.
The present design parameters were selected on the basis
of simulation and from our understanding of the focusing
properties of toroidal-symmetry electrostatic fields at the
time. Solving the equation radc=135° Eq. 2, Fig. 5 for
our chosen  value of 0.0 gives the value c=2.29, indicating
in retrospect that our chosen c value of 2.43 was not optimal
but some 8% too high. Furthermore, we believe that more
extensive simulations would have revealed improved focus-
ing for a slightly nonzero value for . Fortunately, experi-
ment has since confirmed that the adverse effects of the
present displacement between the surface for radial focusing
and the detector plane can be partially compensated for
through adjustment of the input electron optics and operation
of the two toroidal-sector electrode pairs at unequal pass
energies.
Problematic to the double-electrode-pair configuration,
relative to its single-pair counterpart, is the necessity of
adopting a large c parameter value to achieve both
two-dimensional focusing and a flat focal surface. This is
illustrated in Fig. 5 where 2radc dash-dot curve and
axialc dashed curve are plotted as a function of the c
parameter. The two curves uniquely cross at the coordinates
=262°, c=4.77. Thus, by choosing a value of 
around 4° and by adjusting the c parameters as described
above, it should be possible to at least approximately
satisfy both the conditions for two-dimensional focusing
and a flat focal surface simultaneously. However, such a
combination of a small spherical radius with a large cylindri-
cal radius is not conducive to obtaining high-energy
resolution for a given analyzer size dtor, as discussed in
Sec. III C.
4. Angular resolution considerations
In the present design, a considerably smaller c parameter
value of c=2.43 was chosen to improve the energy resolution
and to project electrons closer to the symmetry axis so a
larger azimuthal angular range could be intercepted by our
80 mm detectors. Substitution of c=2.43 into Eq. 5 gives
axialc=197°, a full 73° short of the deflection angle re-
quired to achieve two-dimensional focusing at the analyzer
exit plane. Thus, electrons of the same emission energy, ema-
nating in parallel trajectories from an extended source in the
axial plane, do not focus to a point on the detector, but rather
to a line. In isolation, the length of this line would determine
the azimuthal angular resolution of the analyzer. However, as
mentioned in Sec. III D, the angular resolution of the
analyzer depends not only on the focusing properties of
thetoroidal-sector fields but also on the geometry and oper-
ating voltages applied to its input electron optics. Due to
FIG. 7. Schematic representation of alternative analyzer designs for differ-
ent values of the angular variable  see text for details. Each design com-
prises two toroidal-sector electrode pairs of respective cylindrical radii a1
and a2 and respective polar sector angles 1 and 2. Continuity between
inner- and outer-electrode surfaces is maintained by the collinearity of the
spherical radius origins O1 and O2 and I, the point where the central
electron path intersects the interface between the two electrode pairs. Only
for =0° is a1=a2=a.
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finite extent of the interaction region in the axial plane, elec-
trons emitted into any particular azimuthal angle  enter the
curved lens electrodes with a small range of tangential ve-
locity components, leading to a displacement of the mean
deflection angle axial for parallel-to-point focusing. For the
present input optics design, our simulations have shown that,
for a limited set of lens voltages, axial can be brought to
270°, satisfying in an average way the conditions for two-
dimensional focusing. Under other conditions, however, es-
pecially with larger values of deceleration, the axial angular
resolution is significantly degraded by the axial-focusing ef-
fects of the lens. A more detailed discussion of this effect
will be given in Sec. III F.
In spite of the lack of two-dimensional focusing in the
present design, its large value of cylindrical-to-spherical-
radius ratio c greatly reduces its sensitivity to small
extensions of the target axial in the axial plane, irrespective
of the chosen lens operating potentials. This is because elec-
trons are focused at a radial distance well removed from the
axis of cylindrical symmetry z see Ref. 42. As a result,
good angular resolution in the axial plane is achieved for an
extended target region under a range of operating conditions
see Sec. VII.
5. Focusing aberrations in the radial planes
Problematic to the double-toroidal configuration are
focusing effects introduced by the potential reversal occur-
ring at the interface between the two toroidal-sector electrode
pairs. At this location, the electrode at potential V1inn
juxtaposes one at potential V2out and the electrode at potential
V1out juxtaposes one at potential V2inn. Figure 8 shows an
expanded view of this region, with potential contour lines
corresponding to a equal and b unequal pass energies
for the toroidal-sector electrode pairs 1 and 2. In both
cases, severe distortions of the quasicircular field lines are
evident in the neighborhood of the potential reversal.
Focusing aberrations result from the fact that the potential
change is stepwise only at the electrode boundaries and
not throughout the plane separating the two toroidal-sector
electrode pairs this plane is indicated by the dashed lines
in Fig. 8 and is orientated perpendicular to page. These
focusing aberrations reduce the resolving power of the
double-toroidal analyzer to a value less than that for a single-
toroidal analyzer of comparable “cylindrical” and “spherical”
radii.
Case a is the easiest to interpret due to its higher sym-
metry, with the potential distribution showing approximate
inversion symmetry about the dashed line separating the two
toroidal-sector pairs exact symmetry does not occur, result-
ing from differences in their respective equipotential surfaces
due to the different polar angular ranges spanned by the two
sector pairs, namely, 0°180° for sector pair 1 and
270°360° for sector pair 2 see Fig. 3. Electron tra-
jectories passing through the center of the interelectrode gap
passing through position A on figure suffer a loss in their
radial-force component over a relatively large distance as
they traverse the interface. For such trajectories, and to a
very good approximation, no net gain in kinetic energy is
acquired as electrons traverse the interface and continue on a
quasicircular arc to the detector. In contrast, higher- and
lower-energy electrons, passing respectively closer to the
outer and inner electrodes of toroidal sector 1 respectively,
intersecting positions B and C on Fig. 8, are accelerated
with a strong force component tangential to their trajectories
in the neighborhood of the potential reversal over a relatively
short distance, before the quasiradially symmetric electric
field is restored on either side of the interface. Initially
higher-energy electrons, passing closer to the outer electrode
of the electrode pair 1, experience an energy gain as they
traverse the interface and arrive at the detector at a position
closer to the outer electrode of toroidal-sector electrode pair
2. For initially lower-energy electrons, passing close to the
inner electrode of electrode pair 1, the reverse is true. They
experience a kinetic-energy loss as they traverse the interface
and arrive at the detector at a position closer to the inner
electrode of toroidal-sector electrode pair 2. It is this unequal
treatment of electrons as a function of their radial position at
the interface which causes the trajectories to cross over at a
deflection angle 220° and results in an inverted image,
at the detector, of that appearing at the first focal plane. A
second consequence of this unequal treatment is the intro-
duction of an energy-dependent modification to the electron
focal lengths which degrades energy resolution. Indeed,
FIG. 8. Radial-plane view of the interface between the two toroidal-sector
electrode pairs comprising the present double-toroidal-sector analyzer. Equi-
potential lines are shown for a the case of equal pass energies and b the
case where the pass energy of the second toroidal-sector electrode pair is
twice that of the first. For case b, the applied potentials correspond to the
simulation of Fig. 6. See text for details.
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simulation predicts a reduction in resolution of around 30%–
40% as a result of the presence of the second toroidal-sector
pair for this case of equal pass energies.
For case b, the pass energy for the toroidal sector elec-
trode pair 2 is twice that of electrode pair 1, as was the case
for the simulation of Fig. 6. Operating in this asymmetric
mode, approximate inversion symmetry about the plane
separating the two toroidal-sector pairs is no longer present.
Interestingly, simulation shows that this potential configura-
tion gives markedly superior performance than for case a as
it has the effect of pushing the focal points for electrons of
the same entrance energy closer to the detector plane than is
achieved for the symmetric operation of the two toroidal-
sector electrode pairs. Furthermore, acceleration of electrons
at the interface between the two toroidal-sector electrode
pairs also reduces divergence of trajectories through the
Helmholtz-Lagrange law.43 For case b, simulation predicts
less than a 10% reduction in energy resolution at the deflec-
tion angle of 270° compared to that at the first focal plane
deflection angle of 134°.
Finally, we note that aberrations resulting from juxtapo-
sition of the two toroidal-sector electrode pairs decrease
monotonically to zero as the relative interelectrode gap g
= bout−binn / bout+binn tends to zero. In spite of this fact, a
large value for g, much higher than in previous designs,11
was chosen in the present design to maximize the range of
energies that could be simultaneously measured at a given
pass energy. As the volume of momentum phase space ac-
cepted by the analyzer increases proportionally to g, a com-
promise needs to be made between energy resolution and the
volume of accepted momentum phase space in selecting an
optimal value for g in any particular design scenario.
In summary, trajectories through the double-toroidal ana-
lyzer are very complicated, especially due to the effects of
juxtaposing a second toroidal-sector electrode pair to the
first. The authors believe that further scope exists for a
deeper understanding of the focusing properties of the
double-toroidal-sector analyzer and for improvements to the
present analyzer design. However, this would require a much
more extensive and systematic program of simulation lying
beyond the scope of this work.
6. Timing resolution
In their transit through a double-toroidal analyzer, elec-
trons focus twice in the radial planes, compared to once in
analyzers based around a single-toroidal-sector electrode
pair. For coincidence experiments, this doubling of electron
transit length leads to a factor of 2 reduction in the instru-
mental timing resolution used to identify time-correlated
electron pairs. Reductions in timing resolution degrade the
statistical quality of acquired e ,2e data due to increased
levels of measured background.3 While the recorded electron
arrival positions can be used to correct for the energy-
dependent variation of flight times through the analyzer,3,44
no correction can be made for the variations in the trajecto-
ries of electrons of the same entrance energy Ea but different
entrance angles 	a, as they focus to the same location on the
detector.
F. Entrance lens design
1. Background
The present design was developed using three resources.
The first was the article of Kevan7 who, for cylindrical-
electrode geometry, sets out principles for designing a five-
element lens system providing independent control of angu-
lar acceptance and electron deceleration in a fixed-focal-
length lens. The second was our simulation using the SIMION
Ref. 29 software package, which enables the calculation
and visualization of trajectories of charged particles as they
traverse through an arbitrary three-dimensional electrostatic-
field configuration. The third was the parameterization of
lens data for cylindrical and slit lenses compiled by Harting
and Read.45 While the results of Kevan7 showed that excel-
lent performance could be obtained from a five-element
variable-angle-acceptance lens system with cylinder lenses,
simulation indicated that, for our annular-lens geometry, a
seven-element design would provide superior operation.
2. Present design
The electrostatic lens system is shown in detail in Fig. 9.
Its function is to define the analyzer’s angular 	i accep-
tance in the radial planes and to transport electrons emitted
from the interaction region to the toroidal deflectors’ en-
trance plane, in the process accelerating or decelerating them
to the required pass energy E0. It comprises a grounded
first lens L1, five focusing lenses L2–L6 of independently
adjustable potentials V2–V6, respectively, and a terminating
lens L7 of fixed potential V7 determined by the chosen value
for E0. Each lens comprises a pair of identically dimensioned
annular electrodes concentric with the cylindrical-symmetry
axis z axis. The two electrodes in each pair are separated by
20 mm along the z axis for lenses L1–L3 and 12 mm for
lenses L5–L7. For L4, the separation changes from
20 to 12 mm separation in a stepwise manner. The mean ra-
dius of each pair increases monotonically from L1, located
adjacent to the interaction region, to L7 which adjoins the
180° toroidal-sector pair. The gap between the individual
lenses is 1.5 mm and the separation between L7 and the 180°
toroidal-sector pair is 1.5 mm.
3. Operating principles
Adapting the principles used by Kevan7 to annular-lens
geometry, our design allows adjustment to the radial-plane
FIG. 9. The seven-element angle-resolving electrostatic lens system used to
angularly select and focus electrons emitted from the interaction region at
angles 	i. It consists of a grounded first lens L1, two defining slits A4a and
A4b, and five focusing lenses L2–L6 of independently adjustable potentials.
The final lens L7 is fixed to a potential value determined by the analyzer
pass energy E0. Each lens comprises an identical pair of annular electrodes.
Indicated dimensions are in millimeters. See text for details.
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angular acceptance 	i, while maintaining a fixed object-
image distance. In this case the “object” is located at the
cylindrical-symmetry axis, and its angle-selected image is
projected at the entrance plane of the first toroidal-sector
electrode pair. These two goals are achieved by a two-stage
lens system in which electrons pass through an intermediate
focus within L4.
The first lens stage comprises the four lenses L1–L4. Its
function is to accurately define the analyzer angular accep-
tance 	i in the radial plane for electrons emerging from the
interaction region centred at x=y=z=0 at arbitrary angles
	i see Fig. 9. The electrons first pass through a field-free
region before entering a grounded L1 via a 2.4 mm curved-
entrance slit center of curvature, the z axis. Angular selec-
tivity is achieved primarily at A4a a 1.8 mm slit located
within L4 at the so-called “Fourier transform plane” FTP.
Electrons emitted with the same polar emission angle 	i and
energy Ei, where Ei is the kinetic energy of electrons leaving
a grounded interaction region, independent of their z coor-
dinate within the interaction region, focus to a unique posi-
tion d	i measured from the x-y plane passing through the
center of the lens and along the z axis at the FTP. The mag-
nitude d	i increases monotonically with increasing values
of 	i, with proportionality occurring for small values of 	i.
Positive values of 	i lead to positive values of displacement
for d	i, and negative values to negative values of displace-
ment for d	i along the z axis. A significant design chal-
lenge was to establish a set of lens dimensions for which the
FTP would be located well inside L4 to ensure that the angle-
defining slit A4a would not significantly perturb the focusing
fields of L2 and L3. This goal was achieved by employing a
relatively long first lens stage.
For a given width of the angle-resolving slit A4a, the
magnitude of the angular acceptance can be varied by adjust-
ing the potential of L4 and, hence, the kinetic energy of
electrons traveling through it. This action varies the disper-
sion of d	i with 	i at the FTP. When adjusting V4, the
potentials V2 and V3 must also be adjusted to maintain the
FTP at the location of A4a. Defining the intermediate decel-
eration ratio 4=Ei /E4 where E4=Ei+eV4, the greater the
value of 4 the more negative V4, the smaller is the angular
spread 	i of electrons transmitted through A4a. In the ab-
sence of aberrations, these quantities are simply related
through the Helmholtz-Lagrange law.43 Also evident from
Fig. 9 is a second slit A4b presently a 2 mm slit located in
L4. Its primary function is to inhibit stray scattered electrons,
which follow distinct trajectories from those undergoing a
single-scattering event at the interaction volume, from enter-
ing the analyzer. However, if the dimensions of the interac-
tion volume exceed 1 mm in the z direction, this slit also
plays a role in maintaining energy resolution by reducing
transmission of electron signal from the z extremities
through the analyzer.
The second lens stage comprises L4 and three additional
lenses L5–L7. It performs the task of focusing, in the radial
plane, the angle-selected image of the interaction region at
the toroidal-sector curved-entrance surface for an arbitrary
analyzer pass energy E0 or any final deceleration ratio 7
=Ei /E0. The potential V7 is determined through the formula
V7= E0−Ei /e. Without this second lens stage, an indepen-
dent choice of both the angular resolution and the analyzer
pass energy E0 would not be possible. Having adjusted V2
→V4 for the required angular resolution and set the appro-
priate value of V7, the potentials V5 and V6 are then adjusted
to achieve the required total object-image length of 170 mm.
To assist in correcting for fringe fields at the edges of the
lenses, field-correcting plates were attached at the azimuthal
angles =5°, 135°, 285°, and 355°. Each plate comprises a
matrix of square pads, with each pad connected to its neigh-
bor by a 10 M resistor. The top and bottom rows of pads at
each lens edge are electrically connected to their adjacent
lens plate. As a result, a field distribution at the edges of the
lenses is formed which closely approximates the ideal field
occurring well inside the lens boundaries.46
4. Axial focusing
The adoption of a large object-image distance in the first
lens stage was also crucial to minimize focusing in the axial
plane resulting from the axial-plane extension axial of the
interaction region. This effect is demonstrated in Fig. 10
which shows an x-y plane projection of initially parallel elec-
tron trajectories, emanating from a source of dimension
axial, as they pass through two juxtaposed annular-lens
pairs. Lens dimensions and voltages V1 and V2 were chosen
for illustrative purposes only. It is seen that parallel off-axial
rays are deflected in the axial plane as they traverse the lens
interface, with the degree of deflection increasing with in-
creased displacement  from the cylindrical-symmetry axis.
While such axial-focusing effects are unavoidable, they
can be reduced by minimizing the quantities axial /ri, where
FIG. 10. Divergence of initially parallel electron trajectories as they pass
between two juxtaposed pairs of annular-lens electrodes operated at different
potentials axial-plane view. The dimensions, electron energies, and poten-
tials were chosen for illustrative purposes only. Parallel off-axial rays are
deflected in the axial plane as they traverse the lens-pair interface. The
degree of axial-plane deflection increases monotonically with increasing dis-
placement  of the trajectory from that of an electron emanating from the
axis of cylindrical symmetry into the same azimuthal scattering angle .
Note that deviations shown are due to curvature of lens surfaces, not due to
the apparent “discrete” nature of the simulation grid.
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ri are the radial distances measured from the z axis to the
interfaces between lenses Li and Li+1. In particular, minimi-
zation of this quantity is crucial in the first lens stage where
ri values i=1–3 are smaller and the electron velocity com-
ponents tangential to the curved lens interfaces are larger. In
the present design, the relatively large adopted values of r1
and r2 minimize this effect. Nevertheless, at larger values of
deceleration 4
4, simulations show that the above effect
can degrade angular resolution beyond 4° FWHM for axial
2 mm.
G. Analyzer construction
The present toroidal-sector electrodes are shown in Fig.
11. The electrodes were manufactured by turning aluminum
blocks to the required spherical and cylindrical radii before
cutting them to their prescribed sector angles. The lens plates
were turned from 310 stainless steel and cut into their respec-
tive azimuthal sectors using a wire cutter. Stainless steel
screws and alumina insulators were used to secure together
all components and electrically isolate them from one
another.
IV. THE ANU „e ,2e… SPECTROMETER
Figure 12 shows a schematic representation of the
present spectrometer comprising two toroidal-sector electron
analyzers and a polarized-electron beam source. The original
beam-source design, significantly modified for the present
application,19 was based on that of Pierce et al.47 More re-
cent discussions on the operation and potentialities of
polarized-electron beam sources are described in the
literature.48,49 For clarity, only the azimuthal capture range of
the two toroidal analyzers is shown. An electron beam is
created by the photoexcitation, and subsequent extraction, of
electrons from a strained gallium arsenide crystal under illu-
mination by circularly polarized photons. Circularly polar-
ized radiation is produced by passing the light from a laser
diode Roithner RLT8520MG through a linear polarizer fol-
lowed by a liquid crystal retarder Meadowlark model LVR
100. By orienting the polarization axis of the laser light at
45° to the retarder axis and setting the retardance value to
either + /4 or − /4, radiation of right- or left-hand helicity
is, respectively, produced. The magnitude of retardance is set
by the retarder controller Meadowlark model B1020 which
itself is under computer control.
Due to the electronic structure of the GaAs photocath-
ode, illumination by right-hand helicity radiation gives rise
to electrons preferentially polarized parallel to the extraction
direction, while illumination by left-hand helicity radiation
produces electrons polarized preferentially in an antiparallel
direction.50 The structure of the photocathode, manufactured
at the ANU,51 is similar to that described previously52 where
values of up to 80% electron spin polarization were
achieved. In the present case, however, only 50±4% spin
polarization is achieved at a laser wavelength of 850 nm.
The reason for the lower than expected value of polarization
is presently unclear; however, it still represents a consider-
able improvement over the 24% reported in our earlier
measurements.18
After extraction, the spin-polarized photoelectrons are
deflected through 90° by an electrostatic field to produce a
beam of transversely polarized electrons. Transverse polar-
ization is a necessary condition18 to observe nonzero spin
effects in the present reaction geometry in which the momen-
tum vectors for the incident and detected scattered electrons
are confined to a common plane the so-called scattering
plane. The electron beam is then accelerated to around
1 keV of energy and transported at high energy through a
differential-pumping stage before entering the collision
chamber in which the toroidal electron analyzers are housed.
The collision chamber is evacuated by a combination of a
diffusion and a turbopump of combined 1000 l /s pumping
speed. Inside the collision chamber, the electron beam is then
decelerated to energy Ep utilizing a five-element electrostatic
FIG. 11. Double-toroidal-sector electron analyzer lens system removed.
For clarity, field correcting side plates which assist in correcting for fringe
fields at the edges of both the lens system and toroidal-sector analyzer have
also been removed. Supporting bar, is for structural stability only, and is
removed when side plates are in place. See text for details.
FIG. 12. Schematic representation of the polarized-electron e ,2e spec-
trometer comprising polarized-electron source, two double-toroidal-sector
electron analyzers, and a Mott polarimeter not shown. See text for details.
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lens and focused on to a beam of target gas at ground poten-
tial. The overlap of electron and target beams defines a lo-
calized interaction volume. The required collision energy
Ep=−eVc is set by adjusting the photocathode potential Vc.
Depending upon the nature of the experiment, the gas-
eous target beam is formed in either one of two ways. For
nonmetallic species, it is produced by effusion through a
10 mm long, 0.7 mm bore molybdenum tube which termi-
nates 1 mm below the scattering plane. In this case, the
target-beam axis is collinear with the axis of cylindrical sym-
metry z axis. For metallic target species, a recirculating
metal-vapor oven is employed.53 In this case, atoms effuse
through a 1 mm diameter circular aperture, with the atomic
beam constrained to the x-y scattering plane and directed
towards the z axis. For those experiments in which laser-
pumped excited and/or oriented atomic target states are of
interest, a second laser system is employed comprising a
Coherent CR-699-21 ring dye laser pumped by a Coherent
Innova 300 argon ion laser. The spin polarization of the tar-
get ensemble and its angular-momentum orientation54 each
either into, or out of the scattering plane are controlled by
the reversing the helicity of dye laser light through the ac-
tions of a linear polarizer and 14-wave retarder introduced
between the dye laser and the interaction region.53
Electrons scattered within the x-y plane are momentum
analyzed in one of the two double-toroidal-sector electro-
static energy analyzers, one located on each side of the pri-
mary electron beam. Measurements are restricted to e ,2e
events falling within the angular and energy acceptance
ranges of the two toroidal analyzers, namely, 285°1
355°, 5°2135°, E1=E1±0.1E0, and E2
=E2±0.1E0. With the presently employed detection electron-
ics single-hit time-to-digital converters, only those ioniza-
tion events are measured for which members of each e ,2e
electron pair are detected in separate analyzers.
V. ELECTRON DETECTORS AND PROCESSING
ELECTRONICS
A schematic representation of the detectors and their as-
sociated signal-processing electronics is shown in Fig. 13.
Electrons transmitted through the toroidal analyzers are fo-
cused onto the electron detectors. The detectors each com-
prise two chevron-mounted microchannel-plate electron
multipliers55 MCPs, followed by a two-dimensional
crossed-delay-line detector17 from which electron arrival po-
sitions x ,y are derived. An electron impinging on the first
microchannel plate in each pair induces an electron cascade
which results in a cloud of around 106 electrons emerging
from the back surface of the second plate within a fraction of
a nanosecond. This cloud is then collected on the positively
biased crossed-delay-line detector from which its average ar-
rival coordinate x ,yav is deduced. The value x ,yav is then
used to accurately approximate the x ,y arrival position of
the electron which instigated the cascade.
The delay-line detectors consist of two orthogonally ori-
entated, helically wound wire pairs. One pair is used to de-
termine the x coordinate, and the other the y coordinate of
the arriving electron clouds. In each pair, one wire is posi-
tively biased with respect to the other and efficiently collects
the cloud electrons. The x or y arrival coordinate of each
electron cloud can then be determined from the relative ar-
rival times of the resulting charge pulses traveling towards
the two ends of this wire. The second wire in each pair, being
less positively biased, picks up only electrical noise. Signals
measured from its two ends are used for noise suppression.
Pulses from the two delay-line collection wires, along with
noise collected on their respective reference wires, are mea-
sured in four differential-amplifier/constant-fraction dis-
criminator units RoentDek model DLATR6. These units
amplify the signals and produce fast output pulses, time cor-
related to true cascade-related input pulses.
The temporal arrival coordinate t of the electron instigat-
ing each cascade is deduced from a fast pulse derived from
the back of the second microchannel plate in each pair. This
pulse is first amplified by a separate timing amplifier
ORTEC model AN 302/NL, and then presented to a
constant-fraction discriminator ORTEC model 934 which
produces a time-correlated fast output pulse. For each ana-
lyzer, the five fast pulses one for time and four for position
determination are first time delayed through 40 m of low-
loss cable before being measured by a 16-channel 12 bit
time-to-digital converter TDC Phillips model 7186. This
unit determines the arrival time of pulses in each channel
relative to a common time reference, which in the present
FIG. 13. Schematic representation of the electron detection and instrumental
control electronics. It comprises microchannel-plate electron multipliers
MCP, two delay-line position-and-time-sensitive detectors, amplifiers, and
discriminators, fast coincidence unit, CAMAC-based 16-channel time-to-
digital converter, spin-tag electronics, liquid crystal retarders and their con-
trol electronics, and computer with data-acquisition card and running
COBOLD analysis-and-display software. See text for details.
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case is related to the time-of-creation for each detected
e ,2e electron pair time of ionization in the following
manner.
The discriminator-output pulses, corresponding to sig-
nals from the back of each microchannel-plate pair, are pre-
sented as inputs to a fast coincidence unit Canberra model
2144A. This unit produces an output pulse only when two
pulses, one from each analyzer, arrive within 50 ns of one
another. This provides a necessary, but not sufficient, condi-
tion to identify electron pairs derived from single e ,2e
ionization events. The coincidence-unit output pulse, time
correlated to its respective input signal, passes through a
10 m cable to the “common start” input of the TDC. This
pulse initiates the TDC timing conversion process and pro-
vides a time zero against which the arrival times of the eight
delay-line and two microchannel-plate timing pulses are
measured. The shorter cable length used for the “common
start” signal ensures that the ten individual “stop” signals
arrive at a later time. The TDC produces ten 12 bit numbers
which contain all information required to calculate the x-y
arrival positions and arrival times for electrons measured at
the two detectors. From this information, the initial momenta
q1 ,q2 of electrons comprising each measured e ,2e event
are deduced.
One additional TDC channel is employed to record the
polarization state of the primary electron beam, and a second
to record the polarization state of the target beam for experi-
ments where laser-pumped, spin-polarized target atoms are
employed. This is achieved using identical custom-built elec-
tronic devices which interrogate the status of the liquid-
crystal controllers Meadowlark model B1020 used to con-
trol the spin polarization states of the electron and atomic
beams. Upon the detection of a coincidence event, these de-
vices send a single pulse to their respective TDC channels,
time delayed by 150 ns if the spin orientation of the beam is
up, and without delay if the spin orientation is down. A
counter is also employed to record the number of accumu-
lated pulses derived from a 50 Hz pulse generator to tag
measured events according to their detection time Kinetic
Systems model 3640. In summary, thirteen time coordinates
are recorded for each measured e ,2e electron pair. Twelve
coordinates are measured by the TDC eight used to derive
electron arrival positions, two used to record the electron
arrival-time coordinates and two used to record the polariza-
tion states of the electron and atomic beams and one coor-
dinate is derived from a counter to time-stamp e ,2e events.
The TDC and counter are controlled through a CAMAC
crate employing a custom-built RoentDek crate controller
and personal computer PC interface card. Data acquisition,
analysis, and display are performed using “COBOLD”56 soft-
ware which is run on a 600 MHz computer. The software
records the coordinated data in a so-called “list-mode” for-
mat, whereby the association between these thirteen coordi-
nate values for each recorded e ,2e event is preserved. CO-
BOLD allows the user to incorporate custom-written C
software written within VISUAL STUDIO to calculate param-
eters of physical relevance from the raw experimental data,
for example, the emission angles and emission energies
E1 ,1 and E2 ,2 describing e ,2e electron pairs.
Figure 14 shows a typical flight-time-corrected
coincidence-timing spectrum, in this case for the ionization
of ground-state helium atoms where both analyzers are set to
a pass energy E0 of 60 eV. The spectrum shows coincidence
counts as a function of t1− t2, where t1 and t2, respectively,
represent arrival times for electrons comprising each coinci-
dent electron pair, after correction has been made for the
electron energy-dependent flight-time variations through the
analyzers.3,44 Evident is a prominent peak 2.9 ns FWHM,
corresponding to electrons derived from common ionization
events, superimposed on a background due to electrons de-
rived from separate ionization events. Subtraction of these
background events is performed in software using standard
statistical techniques. The width of the coincidence peak can
be largely attributed to variations in the flight times for elec-
trons entering the analyzers with the same entrance energy
Ea, but with slightly different values of entrance angles 	a.
VI. ENERGY RESOLUTION
The predicted analyzer energy resolution from simula-
tion is between 0.6% and 1.6% of pass energy E0. This was
calculated for an interaction volume of extent z=1.0 mm
measured along the z axis, for an extension axial=2.0 mm in
the axial plane, for unequal pass energies between the two
toroidal-sector electrode pairs, and for values for the decel-
eration ratio 7=Ei /E0 ranging from 0.25 to 12.0. To date,
measurement has only been performed in the range 0.9
73.3 and for z=0.7 mm. In all cases, a measured en-
ergy resolution of better than 1% has been recorded. These
values compare favorably to the value of 1% predicted by
Eq. 4 for an analyzer based around a single-toroidal-sector
electrode pair, for an image dimension of 0.8 mm at the ana-
lyzer entrance, for a value of 1.4° for 	max and using a value
for c of 0.30.
Figure 15 shows the detector image resulting from the
measurement of elastically scattered electrons from helium at
energies Ei of 55 to 66 eV at intervals of 1 eV and for equal
measurement times. For this case, the average value of de-
celeration ratio 7 is close to 1.0, corresponding to the ana-
FIG. 14. Coincidence-timing spectrum measured for analyzer pass energies
E0 of 60 eV and deceleration ratios 7=1.0. e ,2e coincidence counts are
displayed as a function of the time difference t1− t2, where t1 and t2 represent
the respective arrival times for the two electrons comprising each recorded
electron pair. See text for details.
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lyzer pass energy value E0=60 eV. Electrons of a given en-
ergy produce an image on the detector in the form of an arc
whose origin is the cylindrical-symmetry axis for the toroidal
analyzers z axis. The angular position along each arc varies
linearly with the azimuthal emission angle  each detector
spanning a 40° azimuthal range, while the dispersion of ar-
rival position with energy Ei is a monotonic nonlinear func-
tion. Energy calibration is achieved by recording the radial
position of counts on the detector as a function of Ei. This is
performed after conversion from x ,y to r , coordinates
within the software where r is radial distance measured from
the z axis to the x ,y electron arrival position on the detec-
tor. In the figure, the thickness of the lines in the radial di-
rection approximately 600 meV FWHM results from the
combined effects of analyzer resolution and the intrinsic en-
ergy spread of our polarized-electron beam 300 meV.
Thus, the line thickness represents an upper limit to the
actual analyzer energy resolution.
VII. AZIMUTHAL-PLANE ANGULAR RESOLUTION
Toroidal-sector analyzers, which accept electrons over a
broad range of azimuthal angles, possess angular-resolving
properties distinctly different from those of traditional cylin-
drical or hemispherical analyzers employing entrance lenses
of cylindrical symmetry.7,57
A positive ramification of the broad angular acceptance
is that, if analyzer edge effects are neglected and a reason-
ably localized interaction-volume is assumed the analyzer
transmission will, to first order, be independent of azimuthal
electron-emission angle, irrespective of the symmetry of the
interaction volume. Small distortions to the shape of mea-
sured electron angular distributions may still occur through
second-order effects as the dimensions of the trace left on the
detector corresponding to electrons emitted into a particular
angle  will be  dependent if the interaction volume is not
cylindrically symmetric about the z axis. This will express
itself as a  dependence in angular resolution. However, for
a well-designed toroidal-sector electron analyzer, this effect
should be small and have little effect on the shape of mea-
sured angular distributions unless the azimuthal cross section
varies rapidly over a small angular range.
However, the fact that toroidal-sector analyzers possess a
large angular acceptance in the axial plane has the negative
consequence that they also efficiently measure electrons
emitted from positions well removed from the interaction
volume. Thus, electrons scattered from background gas
along the length of the electron beam and/or electrons scat-
tering first from the target gas, followed by additional colli-
sions with surrounding metal surfaces multiple-scattered
electrons, may also contribute to measured spectra. Such
electrons may even collide with the edges of the analyzer,
where they may either be collected or result in electrons
reflected back onto the detector. In any case, they will arrive
at detector coordinates from which their emission angles will
be inaccurately inferred. While such problems can be mini-
mized by the use of large vacuum pumps and/or a differen-
tially pumped target chamber and an open design for the
interaction-volume surrounds, they will always be present to
some degree.
In light of the above considerations, to assess the perfor-
mance of the present device, both in terms of angular reso-
lution and the reliability of angular distributions it measures,
two different measurements were made.
Firstly, we measured the relative differential cross sec-
tion for elastic scattering of electrons from argon atoms at an
electron impact energy Ep of 50 eV. These results are shown
as open circles in Fig. 16. For this atomic target and electron
impact energy there exists a pronounced minimum in the
elastic differential cross section between scattering angles of
60°–80° which can be used to assess the quality of
azimuthal-plane angular resolution. At these azimuthal scat-
tering angles, the ±1.4° angular acceptance of the toroidal
lens system in the radial planes results in negligible broad-
ening of measured angular structure, and, hence, the width of
measured minimum can be directly interpreted in terms of
the azimuthal-plane angular resolution of the analyzer. As
described in Sec. III F, the angular resolution of toroidal ana-
lyzers is not only a function of the chosen c parameter, but
also of the spatial extent axial of the interaction volume in
the axial plane and the chosen lens and toroidal-sector elec-
trode operating voltages. For the present measurement, an
analyzer pass energy E0 of 50 eV was chosen, corresponding
to a lens deceleration value 7 of 1.0. Under such conditions
and with appropriate lens potentials applied, our simulation
predicted an azimuthal angular resolution of 2° FWHM. In
the majority of cases, larger values of 7 lead to degraded
levels of angular resolution, although improvements may be
encountered for certain specific lens-potential values, as dis-
cussed in Sec. III E 4.
The present results are compared to the ±1.5° angular
resolution measurements of Panajotovic et al.58 who quote a
FIG. 15. Detector image resulting from the measurement of electrons scat-
tered elastically from helium. The electron energy Ei was stepped from
55 to 66 eV at intervals of 1.0 eV. Electrons of a given energy trace out an
arc on the detector. The radius of the arc varies monotonically with electron
energy while the angular position along each varies linearly with the azi-
muthal electron-emission angle . See text for details.
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total error of 22% in their normalized cross sections filled
circles. For those measurements, they employed a single-
channel hemispherical analyzer. Therefore, comparison of
the present data with theirs provides a good test to the actual
angular resolution of our toroidal-sector device. As the
present measurement of cross sections is not absolute, we
have normalized our data to that of Panajotovic et al. at a
scattering angle of 50°. This angle was selected because the
cross section is relatively high at that point and its depen-
dence on scattering angle is weak in that neighborhood, ren-
dering the normalization process less sensitive to any differ-
ences in angular resolution between the present and previous
measurements. Overall, there is good agreement between the
two data sets over the entire angular range although some
deviations falling outside of the quoted error bars are evi-
dent. This level of agreement gives us confidence that the
predicted 2° FWHM angular resolution value has been well
approximated. Furthermore, it implies that scattering from
background gas along the length of the electron beam does
not significantly contribute to the shape of the present angu-
lar distribution, for if it did, the deep minimum at 65° would
have been measured as a much shallower structure than was
measured by Panajotovic et al. whose spectrometer, by na-
ture of its cylindrical-symmetry optics, does not suffer from
this problem. Also shown on Fig. 16 is a relativistic
polarized-orbital calculation by McEachran,59 which in-
cludes both static- and dynamic-polarization potentials as
well as an ab initio absorption potential. The results have
been convoluted with a Gaussian of width of 2°. Overall
there is quite a good agreement with our experimental data,
again consistent with the 2° analyzer resolution predicted by
our simulation.
Evident in the present results is a degree of scatter in the
data points, particularly above 65°, exceeding that to be ex-
pected from their associated error bars which were calculated
from statistical considerations only. While this scatter is pri-
marily attributable to variations in microchannel-plate detec-
tion efficiency in the present case, azimuthal variations in the
analyzer transmission resulting from mechanical misalign-
ment or buildup of contaminants on the electron optics may
also contribute, as may the detection of multiple-scattering
events or the presence of stray magnetic fields. We note that,
at the time of this measurement, our microchannel-plate de-
tectors were rather old and exhibited strong point-to-point
variations in detector efficiency. However, we choose here
to show the reader our raw data to demonstrate the size of
corrections which may need to be applied for such a
spectrometer.
Secondly, we measured the angular distribution for elas-
tic scattering from helium at 100 eV. This cross section has
been previously measured60 and calculated61 to high accu-
racy and is known to vary smoothly with emission angle. It
is therefore well suited to both assess the performance of our
analyzer angular response and provide corrections to it. Fig-
ure 17 shows our results solid circles compared to those of
Register et al.60 open circles. To aid visual comparison, the
data points of Register et al. are joined by straight lines. The
present data, being relative, are normalized to those of Reg-
ister et al. at 54°. Overall, there is a good agreement between
the two data sets. Once again, however, the degree of scatter
in the present data points exceeds that expected from the
indicated error bars, which were calculated from statistical
considerations only, and is primarily attributable to variations
in microchannel-plate detection efficiency.
To accurately correct the angular response of toroidal-
FIG. 16. Differential cross section for electrons elastically scattered from
argon at an impact energy of 50 eV. Open circles: present results. Solid
circles: experimental results of Panajotovic et al. Ref. 58. Solid line: rela-
tivistic polarized-orbital calculation by McEachran Ref. 59 convoluted
with a 2° FWHM Gaussian. The present results have been normalized to the
data of Panajotovic et al. at a scattering angle of 50°.
FIG. 17. Measured angular distribution for elastic scattering from helium at
100 eV. Solid circles: present results. Open circles connected by straight
lines: experimental results of Register et al. Ref. 60. Large scatter in
present data points primarily attributable to spatial gain variations in
microchannel-plate detection efficiency. See text for details.
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sector analyzers using high-quality elastic cross sections de-
rived from previous studies, the measured spectra must not
contain substantial contributions from either of the two
mechanisms: a multiple-scattering processes or b electron
collisions with background gas. Both of these scenarios were
discussed earlier in this section.
The magnitude of contributions from mechanism a,
which result in a target-gas-related “background” structure,
is generally very difficult to quantify, not only in the present
design but for electron spectrometers in general. The authors
therefore suggest minimizing this effect by coating all ex-
posed surface in the vicinity of the interaction volume with
materials characterized by low levels of secondary electron
emission and by maximizing the electrode-free volume sur-
rounding the interaction region. We also note that, while
some unusual structures were evident in our measured spec-
tra in the early stage of our spectrometer development, the
introduction of slit A4b see Fig. 9 into our focusing lens
which was not in the original design greatly suppressed
these structures by removing off-axis electron trajectories
which could not have originated from a single-scattering
events at the interaction region. Thus, careful thought to the
provision of strategically located antiscattering slits in future
lens designs is recommended.
In contrast, the magnitude and angular dependence of
contributions from mechanism b can be estimated by com-
paring measurements, taken for the same background pres-
sure and measurement time, with the target gas, respectively,
admitted into the interaction volume through the target-gas
needle at position x=y=z=0 and admitted into the scatter-
ing chamber at a position well removed from the z axis.
Figure 18 shows such a comparison made by us by perform-
ing an additional elastic-scattering measurement, under iden-
tical conditions to that of Fig. 17, except from background
helium gas. The present results are again compared to those
of Register et al.60 and normalized to the latter at 54°. Firstly,
we note that the count rate for the background measurement
of Fig. 18 was less than 5% of the rate for the measurement
of Fig. 17, illustrating that these contributions are relatively
small for the present spectrometer design. The small size of
this contribution is in spite of the fact that the present design
employs a nondifferentially pumped effusive-target source
for which higher background contributions will occur in
comparison to differentially pumped supersonic beam
systems.2 Secondly, and rather interestingly, the shape of the
measured angular distributions in both figures is not too dis-
similar over a significant portion of the angular range, illus-
trating some residual parallel-to-point focusing capability
even for substantially off-axis rays. Below 40°, however,
larger differences are evident. This is not surprising as vi-
gnetting of electrons derived from severely off-axis locations
is expected as the forward azimuthal-acceptance limit at 
=20° is approached. Taken together, the similarity of the two
angular distributions over most of the angular range and the
low background levels suggest that contributions from scat-
tering along the length of the electron beam does not signifi-
cantly distort angular distributions in the present design.
VIII. EFFICIENCY CORRECTIONS FOR „e ,2e…
DATA
The so-called triple-differential cross section
d5 /d1d2dE2 is a measure of the probability that an
e ,2e ionization event will occur when an incident electron
of energy Ep produces two electrons of energies E1 and E2
scattered, respectively, into the solid angles d11 ,1 and
d22 ,2. The reaction kinematics is shown schematically
in Fig. 19, with angles i, i=1,2, and i, i=1,2, respectively
measured out of and in the axial plane. For the present spec-
trometer design, only electrons emitted into the common
plane 1=2=0°  are measured. Furthermore, the spectrom-
eter described in this article can only determine relative ion-
ization cross sections, because factors such as the target and
electron beam density variations across the interaction vol-
ume, the absolute detection efficiencies of the electron detec-
tors, and the transmission efficiency for electrons traveling
through the analyzers are not determined. This additional
information would be required to directly relate the mea-
sured count rates to the triple-differential cross section.1
However, the spectrometer can determine the relative varia-
tions of d5 /d1d2dE2 as a function of the emission
angles 1 and 2 and energies E1 and E2, over the analyzer
acceptance ranges 1, 2, E1, and E2, if variations in
detection efficiency with the angular and energy variables are
taken into account. This is achieved in the following manner.
FIG. 18. Elastic scattering measurement from background helium gas. Ex-
perimental conditions as for Fig. 17, except that the target gas is introduced
from a position well removed from the z axis.
FIG. 19. Schematic representation of scattering geometry and coordinate
system defining the e ,2e triple-differential ionization cross section. An
incident electron of energy Ei ionizes a target atom, resulting in the ejection
of two electrons of respective energies E1 and E2 into the polar and azi-
muthal emission angles 1 and 2, and 1 and 2, respectively. For the
present spectrometer design, only those electron pairs emitted into a com-
mon plane 1=2=0° containing the incident electron trajectory the so-
called scattering plane are measured.
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For a given impact energy Ep, the measured e ,2e count
rate NE1 ,E2 ,1 ,2 can be explicitly related to the triple-
differential cross section d5 /d1d2dE2 through the
expression
d/d1d2dE2 = fe,gNE1,E2,1,2/E1,E2,1,2 .
6
Here, f is a function dependent upon the magnitudes and
spatial density profiles of the incident electron beam e and
target gas g across the interaction volume. E1 ,E2 ,1 ,2
is a function representing the absolute detection efficiency of
the spectrometer for e ,2e electron pairs emitted into the
phase-space volume d1d2dE2. Here, E1 ,E2 ,1 ,2
=1.0 is defined as 100% detection efficiency for two coinci-
dent electrons emitted into the respective phase-space coor-
dinates E1 ,1 and E2 ,2.
For the present spectrometer excluding fringe-field ef-
fects, one would expect  to be independent of 1 and 2
due to the partial cylindrical symmetry of the toroidal-sector
analyzers. In practice, 1- and 2-dependent variations in 
are observed. As described in Sec. VII, these may arise from
the presence of stray magnetic fields or from inaccuracies in
mechanical alignment. A weak dependence in  on E1 and E2
also occurs due to small energy-dependent transmission
variations in the first stage of the focusing lenses. Spatial
variations in the two analyzers’ microchannel-plate detection
efficiencies also introduce additional E and -dependent
variations in . However, if E1 ,E2 ,1 ,2 can be deter-
mined or a quantity proportional to it for a given
interaction-volume geometry fe ,g, then the measured
e ,2e count rates can be related to the triple-differential
cross section through a single normalization constant. This
we achieve through the procedure described below, which
relies on theoretically determined elastic scattering cross sec-
tions for helium, whose accuracy is well established.62
Firstly, it is noted that the function E1 ,E2 ,1 ,2,
which applies to the detection of two electrons in coinci-
dence, can be expressed as a product of two independent
efficiency functions 1E1 ,1 and 2E2 ,2, each depen-
dent only upon the properties of a single analyzer, i.e.,
E1,E2,1,2 = 1E1,12E2,2 . 7
The validity of this factorization rests on the assumption that
the two analyzers are correctly aligned and “view” a com-
mon interaction volume. However, even if one analyzer is
misaligned by a small displacment in the z direction, the
modified relation E1 ,E2 ,1 ,2=1E1 ,12E2 ,
will still hold, where  is a constant 1 whose value
depends on the degree of overlap of both analyzers’ polar
angular-acceptance ranges defined in the radial planes. For
this reason, accurate e ,2e efficiency corrections can still be
performed with confidence through the procedure described
below, even though e ,2e count rates may be severely af-
fected through any z-axis misalignment, as the factor  can-
cels out. In contrast, for small misalignments in the x-y
plane, Eq. 7 still holds for any well-localized interaction
volume, as it will remain completely encompassed by the
broad azimuthal acceptances of both analyzers.
To determine 1E1 ,1 and 2E2 ,2 within multipli-
cative factors, we record the count rates Nel1E1 ,1 and
Nel2E2 ,2 for elastic scattering from helium in a nonco-
incidence experiment. This is undertaken by scanning the
incident beam energy over the respective acceptance ranges
E1 and E2 for the two analyzers and correcting the mea-
sured count rates for any energy-dependent changes in pri-
mary electron beam current. In this way, data are collected at
each energy-angle coordinate for an equal time. From knowl-
edge of the well-established, theoretically derived elastic
scattering cross sections elE1 ,1 and elE2 ,2, the
quantities W1E1 ,1=Nel1E1 ,1 /elE1 ,1 and
W2E2 ,2=Nel2E2 ,2 /elE2 ,2 which are propor-
tional to 1E1 ,1 and 2E2 ,2, respectively are then cal-
culated and recorded in two histograms as functions of their
respective energy and angular coordinates. The corrected
e ,2e spectrum, proportional to the quantity of interest
d5 /d1d2dE2 of Eq. 6, is then simply formed from the
expression NE1 ,E2 ,1 ,2 /WE1 ,E2W2E2 ,2.
Again, it is emphasized that such a technique will only
be valid if the measured elastic data used to correct the
e ,2e spectra are free from multiple-scattered electrons or
from scattered electrons derived from locations well re-
moved from the axis of cylindrical symmetry. Such contri-
butions lead to electrons focused to positions on the detector
where their momenta are inaccurately deduced.
It should also be stressed that before adopting the above
procedure, an angular calibration of both analyzers should be
performed, as any misalignments may lead to nonlinearities
and offsets in the angular scale. In the present case, the lin-
earity of the angular scale was established by introducing a
series of equally spaced circular apertures in front of the
analyzers’ lens systems at known angular positions, and
spectra for elastic scattering from helium were recorded. Du-
guet et al.39 describe a similar procedure in detail. The equal
angular spacing of peaks measured on the detectors estab-
lished that linearity in azimuthal response had indeed been
achieved in the present case. However, even if nonlinearities
are observed in such a calibration measurement, these can be
corrected for in software. This procedure, however, does not
take into account any perturbations to electron trajectories
due to any unaccounted for stray fields which might exist
between the interaction volume and the circular apertures
employed for angular calibration.
IX. „e ,2e… RESULTS
The efficiency of the present spectrometer is illustrated
in Fig. 20. Here, the relative e ,2e cross section is presented
for the ionization of ground-state helium atoms where the
residual He+ is excited to the n=3 manifold. The incident
beam energy was 317 eV and the beam current was 20 nA.
Fast scattered electrons were simultaneously collected over
the energy band spanning 193–207 eV mean energy of
200 eV and slow scattered electrons over the energy band
spanning 37–51 eV mean energy of 44 eV. The analyzer
pass energies were 70 eV. The spectrum comprises around
28 000 coincidence counts and the total data-collection time
was around 2 days, corresponding to a signal rate of around
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0.16 Hz. For the chosen kinematics, ionizing transitions
leading to n=3 manifold comprise around 0.4% of the inten-
sity of those leaving the residual ion in the ground state,
demonstrating the high sensitivity of the present device.
The efficacy of the detection-efficiency correction proce-
dure for e ,2e data, described in Sec. VIII, is assessed in
Fig. 21. Here, we have performed a coplanar doubly sym-
metric e ,2e measurement on helium where the residual ion
is left in the ground electronic state. Our results are com-
pared to the results of Murray and Read63 obtained using a
single-channel e ,2e electron spectrometer, for which ob-
taining accurate angular distributions should, in principle, be
less complicated than for multiparameter electron spectrom-
eters such as the present device. The present data, with effi-
ciency corrections made using the procedure outlined in Sec.
VIII and employing elastic cross section of Register et al.,60
have been normalized to that of Murray and Read for best
visual comparison. As can be seen, there is very good agree-
ment between the angular distributions measured with two
very different spectrometer designs. Given that the correc-
tions which needed to be applied were not insubstantial as
can be seen from the point-to-point angular variations in the
uncorrected data of Fig. 17, the degree of agreement in the
present figure gives confidence to our adopted correction
procedure and confidence in the ability of the present spec-
trometer to measure reliable angular distributions, even when
significant point-to-point gain variations in the position-
sensitive detectors are present.
X. CONCLUSION
To design an electron spectrometer of the highest sensi-
tivity requires the adoption of multiparameter data-collection
techniques, in which simultaneous measurement is made
over a large volume of momentum phase space with high
momentum resolution. In this article we describe the design,
construction, and operation of a new multiparameter e ,2e
electron spectrometer. We have quantified its performance,
drawing attention to its strengths and limitations and sug-
gesting way to further improve the design. By focusing on
the underlying design principles and attendant challenges,
we hope to provide a strong design framework for future
generations of multiparameter electron spectrometers.
The present spectrometer consists of two analyzers of
toroidal-sector geometry. Each analyzer incorporates a fast
delay-line detection system and exhibits good energy
1% of the pass energy and angular resolutions over a
range of operating conditions. For each analyzer, simulta-
neous measurement is performed over a 40° angular range
and over an energy range corresponding to 20% of its pass
energy. Through the adoption of a large cylindrical-to-
spherical-radius ratio, the design achieves high angular reso-
lution for electrons emitted from an interaction volume of a
few millimeters spatial extent. By enabling simultaneous
data collection over a broad range of energy and angular
coordinates, improvements in e ,2e collection efficiency of
greater than two orders of magnitude have been achieved in
comparison to the hemispherical-analyzer-based system it re-
places. As for all multiparameter electron spectrometers, cor-
recting for non uniformities in collection efficiency over the
accepted momentum phase space remains a major challenge.
Likely sources for these non uniformities have been identi-
fied in the present design and a methodology for their cor-
rection has been developed. By comparing elastic and e ,2e
data on helium with previous measurements, we have dem-
onstrated the capacity of the present device to measure reli-
able angular distributions in coincidence studies.
While the present design exhibits high performance,
room exists for further improvements. Improved energy reso-
lution could be gained through the adoption of modified-
toroidal-sector electrodes of noncircular cross section and an
FIG. 20. Relative e ,2e cross section for the ionization of ground-state
helium where the residual He+ ion is excited to the n=3 manifold. The
incident beam energy was 317 eV, the fast and slow scattered electrons of
200 and 44 eV respective mean energies. For these kinematics, ionization
leading to this excited state is around 0.4% of the intensity of e ,2e tran-
sitions leaving the residual ion in the ground state. Data-collection time was
around 2 days. See text for details.
FIG. 21. Doubly symmetric e ,2e measurement on helium where the re-
sidual ion is left in the ground electronic state. Incident beam energy Ei
=104 eV, electron scattering angles 1=2=. Solid circles: present data,
open squares: Murray and Read Ref. 63. Present data have been normal-
ized to Murray and Read data for best visual fit. Error bars on Murray and
Read data not shown as they are smaller than symbols. See text for details.
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improved choice of toroidal-sector deflection angles. Adop-
tion of a differentially pumped target beam, for example, by
employing a supersonic beam source, would reduce back-
ground contributions. Furthermore, recent simulations by the
authors suggest that significant improvements in analyzer
transmission can be achieved through modifications to the
entrance optics without sacrifice to energy resolution. Those
results will appear in a later publication.
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